A Lean assessment of the unit was undertaken to improve processing time and productivity, which in turn would improve the availability of treatment and improve patient care” Rushton et al (2016).

Abstract:

The photopheresis unit where the authors work has seen an increased demand both locally and as an outreach service. A Lean assessment of the unit was undertaken to improve processing time and productivity, which in turn would improve the availability of treatment and improve patient care. The assessment indicated that there were excellent nursing standards and patient care; however, patient waiting times and treatment times were prolonged in comparison with other units. The unit reviewed the patient pathway and identified where delays occurred and consequently changed patient scheduling.

Reference:


DOI: http://dx.doi.org/10.12968/bjon.2016.25.16.917

Thank you to our partners for supporting IVTEAM