Broken catheter embolism is a rare but often fatal complication of implantable venous access devices” Tandon et al (2019).

Abstract:

Broken catheter embolism is a rare but often fatal complication of implantable venous access devices. Prompt removal is key to avoiding an adverse outcome.

You may also be interested in...

Reducing the risk of implantable port catheter fracture
Difficult removal of a implantable central venous port catheter
Implantable port misplacement as a cause of catheter malfunction

Reference:
Pulmonary artery embolization of implantable port catheter fragment